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Date Survey Performed: _ ” | T “T1710/2009

Tunnel Numbers: Entrance SN: 2333A / Exit SN: plate with S/N has been removed

-~ General Nofes

..;m WOrse case qma_mﬁ_o: momzm_, oceurs <<_.___m mom::_:m cm@m ._.smmm _:mﬁﬁcoﬂ_o:m simulate E_m oo-.a_:o: c< :m_:m Em _o.:A _omm Es__m mc2m<_:@ mx_O_OmEm amﬁmoﬁ_oz
systems.

The Victoreen lon Chamber Survey Meter’s detection area is approximately 2 inches square and is located directly behind the display screen on the bottom of the unit.
The meter must be placed within 5 cm. of the area or surface being measured.

‘Equipment

<_o§mm: _o: o:macmw m:2m< E_mﬂmﬂ _soam_ R_mo_u or _3o<_m_o: _o: OJmBUmq Survey _smﬁQ E_oam_ Na‘__u

~“Materials
N/A
e L - References
1. 21 CFR 1020.4 Cabinet x-ray systems
2. Victoreen Operation and Instruction Manual — Rev 2
- Instruction. - Unit Number 6236

A _: an area mém< :o:,_ Sm scanners, EE on Em Bmﬁmﬂ c< Emmm_sm ﬂjm on-off key. Wait mvnﬂox"_smﬁm:\ 4 3_:£mm dﬂom mgm Bmﬂmq 8 run through the initialization
procedure. After the initialization procedure is complete and the meter is reading less than 20 u R/h the meter is ready for use.

2. Change the manual tunnel control on the scanner and exit tunnel to stop. Place the IQTK bag on the exit tunnel in the B orientation and push it into the scanner
approximately 19.5 inches from the edge of the exit tunnel. Use a tape measure to verify distance.

3. Start the system by pressing "7 <enter> at the main FCC screen.

4. After system is running, type 2 <enter> and verify on the FCC screen that the high voltage exceeds Mmox< Verify that the scanner x-ray indicator lights are lit.

5. Place the meter against the surface at the approximate center point of one of the boxes indicated on Figure 1. Move the meter around the entire box at a speed of
approximately 2 in/fsec. Record the highest reading observed at the appropriate location on Figure 1. Continue scanning until measurements are obtained for each
box. NOTE: Special care must be used when scanning seams where the tunnels and scanners connect as well as areas in front of and surrounding the
lead curtains. These areas have been shaded in _u_n 1

8. After radiation survey is complete, change the setting on the exit conveyor to forward and manually ES the scanner conveyor to forward to remove the IQTK bag.
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" Meter Serial #: 263
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Tunnel Radiation Survey
(Enter radiation in prem)

: . __z_uc._. TUNNEL ROOF _
21 | 226 | 314 | 410 | 56

19 m 720 m g 11 m @m m 109 INPUT
22 1 1236 | M 1 149 | 158

INPUT FACE

m_ysﬁ Number

6236

RIGHT

- Checked ”ms_ T

“MeterNumber: 381P peter Serial #: 283 Calibration Due Date: 10/22/2010
_wgcnﬂng-
L3-FC-61156

12/15/04 L-3 Communications Security and Detection m<m63mm- Proprietary



Radiation Survey for eXaminer
Effective: 12/15/04

Page 8 of 12
INPUT TUNNEL
“ w . m Unit Number
222 ' a1 b 413 1 59 6236
- i — f - i -
I I i
] ]
“ w
SCANNER INPUT
717 013 | 1012
I i
_ m
w | |
210 | 136 ! wi0 | 159
I 1 i
! m !
q ]
w L
710 ¢ 111 1 198 20 6
i i
! i T i
i i
| L
22 6 | 238 243 25 9
i i
l i
LEFT SIDE
' Checked by ENNRRREER oo Numbor 451P Meter Serfal # 263  Calibration Due Date: 10/22/2010
_woz!:z&aa
L3-FC-6115

12/15/04 L-3 Communications Security and Detection Systems - Proprietary



Radiation Survey for eXaminer:
_ Effective: 12/15/04
Page 9 of 12

EXIT TUNNEL
“ “ “ | Unit Number
| i |
m | |
i | |
“ “ w
OUTPUT I R i SCANNER
611+ 73 191 i 1010
[ _ |
i |
| _ I
i ] !
119 P 127 i 135 i 149
_ | u
| m |
m =
i 167 17 9 1 188 1 1915
_ T
| |
w —
215 223 I 234 L7
) _
! 1
LEFT SIDE
' Checked by ‘Meter Number: 451P  Meter Sefial #: 263 Calibration Due Date: 10/22/2010
_wgi&i.
L3-FC-8115

12/15/04 L-3 Communications Security and Detection Systems - Proprietary



Radiation Survey for eXaminer
Effective: 12/15/04
Page 10 of 12

OUTPUT TUNNEL. ROOF
21 1 220 1 314 | 48 | 55

T T T T e e e e T

22 | 723 | 825 |} 916 ! 107 OUTPUT

16 1+ 1227 1 1317 1 w47 1 158

OUTPUT FACE

m 212

w_»:m» Number

6236

RIGHT LEFT

f‘_

-
o
&
-\I

 Checked vy MM oo nimoer 5P eier sorar 269 Galiration Dus Date: 10/2212010

_wog!qaa&u:w
L3-FC-6115 .
12/15/04 L-3 Communications Security and Detection Systems - Proprietary



Radiation Survey for eXaminer:
: Effective: 12/15/04

Page 11 of 12

EXIT TUNNEL
“ | m Unit Number
2 32 i 419 | 59 6236
i i
i i
| [
M w
SCANNER OUTPUT
710 i 93 p 1011
i !
m |
“ m |
219 } 1318 ! 116 ! 1513
i i i
! ! |
m -
17 9 18 11 L9 16 20 8
i I
i I
i i
w i
229 | 238 1 243 2510
i I |
i i
RIGHT SIDE
O:mnxmag gmﬁmﬁ zr_.__w_cmq 451P z_mnmq mm_._m_&m ; 263 __om_d______uﬂw:__or__onm Date: 10/22/2010
_woa_._.;a_s_a.s
13-FC-6115

12/15/04 L-3 Communications Security and Detection Systems - Proprietary



Radiation m:_.<o< for eXaminer:

Effective: 12/15/04
Page 12 of 12

INPUT TUNNEL
i | | i Unit Number
! i l l
17 1 25 f 317 1 438 | 519 | 8236
] i i _ |
| _ m |
m w m
INPUT : SCANNER
69 I 74 10 | 923 ! 1016
| i |
| | m
| | L
110+ 29 1 11 1412
| i i
i i i
| {
w B
169 1713 18 10 ! 19 14
i I
| i
| |
| -
214 »n 7 |23 6 |24 9
| I
| |
RIGHT SIDE
 racked oy COMMPRENRGRI o rurbor P versoha# 252 Caraton Due e 102212000
_was.:z___iza
L3-FC-6115 :
1215104 L-3 Communications Security and Detection Systems - Proprietary



